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Clinically acceptable agreement between
the ViMove wireless motion sensor system
and the Vicon motion capture system
when measuring lumbar region inclination
motion in the sagittal and coronal planes
Hanne Leirbekk Mjøsund1, Eleanor Boyle1,2, Per Kjaer1, Rune Mygind Mieritz1, Tue Skallgård1 and Peter Kent1,3*
Abstract
Background: Wireless, wearable, inertial motion sensor technology introduces new possibilities for monitoring
spinal motion and pain in people during their daily activities of work, rest and play. There are many types of these
wireless devices currently available but the precision in measurement and the magnitude of measurement error
from such devices is often unknown. This study investigated the concurrent validity of one inertial motion sensor
system (ViMove) for its ability to measure lumbar inclination motion, compared with the Vicon motion capture
system.
Methods: To mimic the variability of movement patterns in a clinical population, a sample of 34 people
were included – 18 with low back pain and 16 without low back pain. ViMove sensors were attached to
each participant’s skin at spinal levels T12 and S2, and Vicon surface markers were attached to the ViMove
sensors. Three repetitions of end-range flexion inclination, extension inclination and lateral flexion inclination
to both sides while standing were measured by both systems concurrently with short rest periods in
between. Measurement agreement through the whole movement range was analysed using a multilevel
mixed-effects regression model to calculate the root mean squared errors and the limits of agreement were
calculated using the Bland Altman method.
Results: We calculated root mean squared errors (standard deviation) of 1.82° (±1.00°) in flexion inclination,
0.71° (±0.34°) in extension inclination, 0.77° (±0.24°) in right lateral flexion inclination and 0.98° (±0.69°) in
left lateral flexion inclination. 95% limits of agreement ranged between -3.86° and 4.69° in flexion inclination,
-2.15° and 1.91° in extension inclination, -2.37° and 2.05° in right lateral flexion inclination and -3.11° and 2.96°
in left lateral flexion inclination.
Conclusions: We found a clinically acceptable level of agreement between these two methods for measuring
standing lumbar inclination motion in these two cardinal movement planes. Further research should investigate
the ViMove system’s ability to measure lumbar motion in more complex 3D functional movements and to
measure changes of movement patterns related to treatment effects.
Keywords: Movement measurement, DorsaVi, Lumbar spine, Assessment, Validity, Bland Altman method
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Background
Although low back pain (LBP) causes more global dis-
ability than any other health condition [1], our know-
ledge of the relationship between movement and LBP is
limited [2]. LBP is associated with movement changes
such as reduced range of motion, decreased propriocep-
tion and slower movements when compared with people
without LBP [2]. Uncertainty remains about whether
these movement characteristics exist prior to LBP onset
or are a result of LBP. Furthermore, we have limited
knowledge of lumbar movement patterns when people
are active in everyday living, away from clinical or
laboratory settings. Measurement methods that could re-
liably and validly measure lumbar movement patterns in
daily activities would potentially improve our knowledge
of the links between LBP and movement patterns.
Measuring lumbar motion in clinical settings includes
observation, Fingertip to Floor Test, Schober’s Test or
measurements taken by devices such as inclinometers.
However, these methods are limited to only being able
to measure a static position, typically at end range and
they require a clinician to be present.
In research settings, more advanced laboratory 3D
analysis systems, such as the Vicon system, have been
used for measuring lumbar motion [3]. Infrared cameras
that detect movement of surface markers positioned on
the human body and calculations based on marker
movements are considered very precise with reconstruc-
tion errors of <1 mm [4]. However, such 3D analysis is
time-consuming and requires a large laboratory with ex-
pensive equipment and considerable technical expertise.
New sensor and smartphone technologies based on ac-
celerometers, gyroscopes and magnetometers have been
developed to measure lumbar motion [5–10]. Unlike
traditional measurement methods, these technologies
have the advantages of being wearable and portable,
making it possible to monitor people’s activity in every-
day contexts such as in work, recreation or other activ-
ities of daily living. In addition, some of these systems
are equipped with functions that allow people to self-
report pain events and receive individualised biofeed-
back during movement. These functions provide new
possibilities for collecting information on the relation-
ship between pain and how people move in everyday life,
as well as new possibilities for movement rehabilitation
strategies in a patient’s activities of daily living [10, 11].
The ViMove system (previously called the Back Strain
Monitor) is a wearable motion sensor system (DorsaVi.-
com, Melbourne, Australia) capable of measuring three
dimensions of lumbosacral movements for up to 24 h,
capturing data on pain reporting and providing biofeed-
back [11]. When measuring lumbosacral motion, the
movement sensors are attached to the skin of the back
and sacrum using tape.
The ViMove system has demonstrated good intra-
tester (ICC(2,1) > 0.89) and inter-tester (ICC(2,1) >
0.86) reliability for lumbar range of motion in a
sample of 23 healthy participants [11]. A concurrent
validity pilot study compared ViMove measurements
to Optotrack 3D motion analysis and found excellent
accuracy with standard errors of measurement of 0.9°
(95%CI = ±1.8°) for the sagittal plane and 1.8°
(95%CI = ±3.6°) for the coronal plane [12]. However,
that pilot study contained only two healthy partici-
pants and the concurrent validity of ViMove needs
further investigation using a larger study sample with
a more generalisable variability in movements and
range of symptoms. Also, as the authors did not ad-
just for correlation between their measurements,
those estimates of concurrent validity have some im-
precision and should be replicated using more robust
statistical methods.
Therefore, the aim of this study was to investigate the
concurrent validity of ViMove motion sensors for meas-
uring lumbar region inclination motion, using Vicon
measurements as the reference standard. We compared
their capacity for measuring lumbar region surface
movement, rather than lumbar spine intersegmental mo-
tion, because that is what clinicians routinely assess in
the clinic. Although it is often believed that treatment
interventions for LBP specifically affect symptomatic
structures in the lumbar spine, treatment decisions in
clinical practice are based on movement patterns
(lumbar region motion) visually observed by the clin-
ician, rather than intersegmental spinal kinematics.
Some clinicians believe that intersegmental spinal kine-
matics can be determined by skilled palpation, however
the evidence indicates this is unreliable, with agreement
at a level similar to chance [13–15].
An additional consideration in choosing this method
was the absence of a validated Vicon kinematic model
for intersegmental movement of the lumbar spine. While
there are some differences between the lumbar move-
ment patterns of people with and without pain, there is
also considerable overlap between these populations [2],
and as we were not aware of any a priori reasons for
why the average concurrent validity might differ between
these populations, we recruited participants with and
without LBP to ensure a mixed study sample with di-
verse movement patterns. We also chose to test people
rather than testing movements generated by artificial/ro-
botic equipment because people’s spines can move in
unpredictable ways.
Methods
Study population
All participants were recruited among students and
employees at the University of Southern Denmark.
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LBP was defined as pain between the lower costal mar-
gins and above the inferior gluteal folds [16]. Partici-
pants with LBP had to have current or recurrent LBP.
Current LBP was arbitrarily defined as experiencing an
average pain of >2 on a 0–10 Numeric pain Rating Scale
(NRS) over the past 3 weeks. Recurrent LBP was defined
as “LBP which has occurred at least 2 times over the
past year with each episode of LBP lasting at least 24 h,
with a pain intensity of >2 on an 11-point NRS (>20mm
on a 100mm VAS) and with at least a 30-day pain-free
period between episodes” [17]. Participants with no LBP
could not have (i) experienced an episode of LBP during
the past year lasting >24 h with pain intensity self-
reported as >2 on an NRS, or (ii) LBP during the past 3
weeks, or (iii) been currently seeking care for LBP. All
participants had to be >18 years old and able to read
and communicate in Danish.
Test procedures
Data were collected in the movement laboratory at
the Department of Sports Science and Clinical Bio-
mechanics, University of Southern Denmark, Odense
campus, by a physiotherapist (the examiner) trained
in the use of both the ViMove and Vicon equipment.
To provide descriptive information about the study
population, participants’ height and weight were mea-
sured and they self-completed a questionnaire pack
that included their general demographic attributes
and any LBP-related characteristics, including the
Roland Morris Disability Questionnaire [18] (23-item
version) and Numeric pain Rating Scale [19] (0 to 10
scale).
Positioning of sensors and surface markers
The ViMove sensors were positioned on the lumbar
spine of the participant using the following procedure.
The participant was asked to stand in his/her usual
standing position, while both Posterior Superior Iliac
Spines were palpated and marked. A line was drawn
between the top of both Posterior Superior Iliac
Spines and the lower sensor was placed midline below
the line. The position of the upper sensor was deter-
mined by use of one of four ViMove application tem-
plates held on top of the lower sensor, selected using
the height of each participant. This procedure aims to
position the lower sensor at the level of the second
sacral segment (S2) and the upper sensor at the
twelfth thoracic segment (T12). The ViMove sensors
were attached to the participant’s skin by hypoaller-
genic double-sided tape.
Five Vicon surface markers were mounted on each of
two plastic frames that had been produced for research
purposes by the DorsaVi company to make a close fit
with the ViMove sensors. The frames were attached to
each ViMove sensor as pictured in Fig. 1. Additional
Vicon markers were attached to the Suprasternal Notch,
Posterior Superior Iliac Spines bilaterally and at the level
of the C7 and T5 spinous processes for use in another
study and were not analysed in the current study. An ac-
celerometer that was synchronised to the Vicon system
was attached approximately 3 cm above the upper
ViMove sensor.
Movements and instructions
The neutral lumbar position for each participant was ini-
tially recorded by both systems while the participant was
asked to stand still for 5 s in his/her usual standing pos-
ition, and then perform three repetitions each of flexion,
extension, right lateral flexion and left lateral flexion to
their comfortable end of range. For each repetition, the
participant was asked to move at a comfortable speed, to
hold each movement position for 2 s, and to return to
the standing position before the cue for a new repetition.
The examiner demonstrated all test movements and
standardised instructions were given for each movement
direction.
Before the participant was asked to start moving, the
examiner started the data capture and tapped the back
of the participant, just above the upper ViMove sensor.
As it was not possible to zero calibrate both systems to
an identical starting point, the tap created a clear spike
in the data from both systems, which was used to align
the two systems.
Fig. 1 Placement of ViMove sensors and Vicon surface markers
during the testing procedure
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Equipment
The ViMove equipment consisted of two sensors, each
with an integrated accelerometer, magnetometer and
gyroscope, plus a Radio Frequency Device for data col-
lection. Recordings were sampled at approximately 20
Hz and the Radio Frequency Device was connected to a
computer by a USB to allow data extraction. ViMove
software was used to import the data from the devices
into a computer and to display these data numerically
and graphically.
The Vicon system consisted of 8 MX-T20 (2 mega-
pixel), 8 MX-T40 (4 megapixel) and 2 Bonita digital high
speed cameras (1 megapixel), which were driven by
Nexus software (version 1.8.5) at a sampling rate of 200
Hz (Vicon Motion Systems Inc, Los Angeles, CA, USA).
Surface markers of 14 mm were used and a Myon accel-
erometer sampling at 3000 Hz was synchronised to the
Vicon system.
Definition of measurement angles
The ViMove system calculated the angle of the upper
sensor and the lower sensor separately relative to the
line of gravity. The angle between these two segments
was reported automatically by the ViMove software as
the lumbar angle. To calculate a comparable lumbar
angle from the Vicon system, two segments were created
in the Nexus Motion Capture software from the five sur-
face markers attached to each frame and the lumbar
angle was defined as the angle between these two seg-
ments. The angles were extracted from Nexus using a
short software script written in the program ‘Vicon
BodyBuilder’.
During the initial recording of the neutral standing
position (zero position), angles for both segments rela-
tive to the line of gravity were determined concurrently
for both systems and all subsequent inclination angles
were reported relative to this position. For ViMove, this
was a process automated within the software system. For
Vicon, the average angle during 3 s of static recording
was used.
Data management
Single-plane inclinometer measurements of movements
performed in the sagittal plane (flexion, extension) and
coronal plane (lateral flexion) were analysed. Rotation
was not assessed, as lumbar rotation range of motion is
small and this version of the ViMove sensors was previ-
ously known to be imprecise in this plane of lumbar
movement [12].
Synchronisation of data
Data management, data cleaning and all statistical ana-
lyses were undertaken using Excel for Mac 2011 version
14 (Microsoft Corporation, Redmond, WA, USA) and
Stata version 13 (Stata Corp, College Station, Texas,
USA). Each data set consisted of either each participant’s
ViMove or Vicon data from three repetitions of one
movement direction. To synchronise the data sets from
a common point, the highest data spike created by the
initial tap in each movement direction was identified. As
the Vicon accelerometer data were sampled at 3000 Hz
and Vicon angular data were sampled at 200 Hz, the an-
gular data were then up-sampled and merged with the
accelerometer data at 3000 Hz using a common frame
number in the two datasets, to allow for identification of
the spike in the angular data set.
Down-sampling
As the frequency of ViMove data was generally slightly
lower than 20 Hz and not constant between recordings,
the individual sample frequency for each movement dir-
ection in each participant was estimated. This was per-
formed by identifying the spike in both recordings and
identifying an identical measurement characteristic point
in both the graphed datasets after the third move-
ment repetition. Then the time between these two
data points was calculated. This gave an estimation of
the actual ViMove sample rate (assuming that the
Vicon sample rate was constant at 200 Hz) and that
sample rate was used to down-sample the Vicon data
to the estimated ViMove sampling rate and allow
these two sets of angular data to be merged. The
mean estimated sampling frequency for ViMove was
19.6 Hz (full range 19.0–19.8 Hz).
Statistical analysis
Descriptive data about the study population were pre-
sented as means (95% CI) or medians (interquartile
range) depending on the data distribution of each
variable.
Analysis of concurrent validity
Concurrent validity was estimated by calculating root
mean squared errors between measurement methods by
use of a multilevel mixed-effects linear regression model,
and also by calculating mean differences and LOA using
the Bland Altman method [20, 21].
In the regression models for each movement direction,
the Vicon angular measurements were the dependent
variable and the ViMove data were the independent vari-
able. To account for both those variables containing
multiple repeated measures for all participants, the
Vicon angular measurements were the level one variable
of the multilevel model and the identification numbers
of the participants were the level two variable [20]. Root
mean squared errors were calculated from mean errors
(residuals) from the multilevel model to account for
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differences between the two methods having both posi-
tive and negative values.
Agreement between ViMove and Vicon was visualised
using Bland Altman plots [21]. Mean differences repre-
sented the average difference between the ViMove and
Vicon methods, while the LOA represented the random
error or variation between methods. When investigating
agreement between repeated measurements, such as in
the current study, where each person had approximately
800 data points per movement direction, the traditional
Bland Altman method would narrow the estimation of
variance due to autocorrelation between these sequential
data points [21]. The method proposed by Bland Altman
(2007) was therefore used to account for both within-
subject and between-subject variance using a one-way
analysis of variance [21]. To minimise the influence of
autocorrelation, LOA were estimated using five ran-
domly selected data points from each participant’s data
to create a reduced dataset of 170 observations from the
whole dataset, and the process was repeated 100 times
so that the average LOA could be reported. To visualise
how differences between systems varied over time, a
graph of angular measurements for each system was cre-
ated for every participant in each movement direction,
and a representative example is presented in the results.
As we analysed concurrent validity through the full
range of movement, we use the term ‘through range’ to
contrast the findings with studies that only assessed con-
current validity at end of range.
Sample size calculation
Precise power calculations for multilevel models require
a priori estimates of variability and correlation between
measurements that were unavailable for this study.
Therefore, we used the rule of thumb of having a sample
size that allowed between 20 and 50 clusters at the sec-
ond level of the multilevel model [20] and arbitrarily
chose the mid-point of 34 participants. This powered
the sample for a two-level linear mixed-effect model
with approximately 800 measurements per participant
from each device for each movement direction.
Results
Eighteen people with LBP and 16 people without LBP
participated in the study, and their demographic data are
presented in Table 1. The LBP participants’ mean pain
intensity was 2.8 (95%CI 1.2 to 3.7) on a 0 to 10
Numeric pain Rating Scale [19], and mean activity limi-
tation was 8.1 (5.7 to 10.5) (0–23 Roland Morris Disabil-
ity Questionnaire) [18]. Three participants had LBP of
more than 3 months’ duration.
With one exception, data were available and analysed
for all four movement directions for all 34 people, with
an average of 784 data points for each participant in
each movement direction. Extension measurements for
one participant were excluded due to hypermobility,
causing the Vicon marker frames to touch during their
end range of motion.
The root mean squared errors between Vicon and
ViMove measurements varied across movement direc-
tions from 0.7° to 1.8°, with the larger differences
between measurements being observed in flexion inclin-
ation (Table 2). The mean difference estimated by the
Bland Altman method was in the range of 0.1° to 0.4°
across movement directions, which was also largest for
flexion inclination. LOA showed that 95% of the differ-
ences in measurements between ViMove and Vicon
would be less than 4.7° in flexion inclination, 2.2° in ex-
tension inclination, 2.4° in lateral flexion right inclin-
ation and 3.1° in lateral flexion left inclination (Fig. 2).
The purple stippled line in the figure represents the
mean difference between methods and the orange stip-
pled lines are the upper and lower LOA. An example of
measurements from both systems during three repeti-
tions of flexion is seen in Fig. 3, illustrating how differ-
ences between systems could be visualised.
Discussion
Principal findings
The aim of this study was to investigate the concurrent
validity of ViMove sensors for measuring lumbar region
inclination motion, using the Vicon measurement sys-
tem as the reference standard. We consider the agree-
ment between these systems to be clinically acceptable
for measuring through range flexion inclination, exten-
sion inclination and lateral flexion inclination, with root
mean squared errors less that 2°, average differences less
than 0.5°, and 95% LOA between 4.7° and -3.9°. Differ-
ences between measurement systems were highest for
flexion inclination.
Our results indicate that caution should be used when
attempting to infer that inclination angles measured
using ViMove that are smaller than the LOA, would be
the same when measured using Vicon, or vice-versa.
Absolute inclination angles smaller than the LOA could
be measurement error, although we cannot know from
Table 1 Characteristics of participants
Characteristics All participants (n = 34)
Mean 95% CI Full range
Age (yr) 31.2a 26.4 to 44.0 19 to 67
Female 47%
Weight (kg) 77.1 71.2 to 83.1 46.7 to 132.5
Height (m) 1.74 1.71 to 1–76 1.60 to 1.86
BMI (kg/m2) 24.1a 22.0 to 27.8 19.7 to 36.8
aMedian and inter-quartile range due to non-normal distribution. BMI body
mass index
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this study the sources of that error and whether they
resulted from the ViMove or ViCon systems.
How do the results compare with previous studies?
Previous studies [6, 7, 22] have considered root mean
squared errors as acceptable for measuring lumbar
movement if they are less than 5°, and LOA acceptable if
they were less than 5° in either direction. Although these
limits do not appear to have been based on empirical
evidence, they do seem reasonable for the clinical assess-
ment of lumbar region movement and are reflected in
the American Medical Association’s guide to measuring
spinal range of motion [23].
There are two other studies that have investigated the
concurrent validity of wearable inertial systems suitable
for measurement of lumbar region movements outside
of the laboratory and reported root mean squared errors
relative to optical motion capture reference standard
systems.
Charry et al [12] investigated the validity of the wire-
less ViMove system for measuring end range lumbar re-
gion inclination motion in two participants compared
with measurements from the NDI Optotrack System.
Table 2 Measurement differences between the ViMove and Vicon systems
Inclination direction Root mean squared error (SD) Mean difference Lower limit of agreement Upper limit of agreement
Flexion 1.82 ± 1.00 0.42 -3.86 4.69
Extension 0.71 ± 0.34 -0.12 -2.15 1.91
Lateral Right 0.77 ± 0.24 -0.16 -2.37 2.05
Lateral Left 0.98 ± 0.69 -0.08 -3.11 2.96
SD standard deviation (SD). All values are presented in degrees of movement
Fig. 2 Bland Altman Plots showing the range within which 95% of the differences in measurements occurred between the ViMove and
ViCon systems
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Optotrack markers were placed on the surface of the
sensors and they found root mean squared errors of 1°
in both end range flexion inclination and lateral flexion
inclination for single plane measurements.
Wong et.al [10] investigated the validity of measuring
lumbar and thoracic region motion with a wired three-
unit measurement system attached by belts at the upper
trunk (T1/T2), middle trunk (T12) and pelvic (S1) level,
compared with the Vicon system. Peak value of postural
change inclination was calculated for movements in lat-
eral flexion, flexion from neutral sitting position and
stand-sit-stand for the sagittal and coronal planes in nine
healthy participants. Results for differences specific to
the lumbar region showed a root mean squared error of
approximately 2.5° for flexion measured in the sagittal
plane, and approximately 1.6° for right lateral flexion
and 1.2° difference for left lateral flexion, measured in
the coronal plane.
While these two studies reported root mean squared
errors similar to our results, neither reported through
range inclination measures. Clinically, the analysis of
movement through range has the potential to identify
more subtle characteristics than simple end range, such
as the contribution and timing of components of the
movement, and whether particular aspects of the move-
ment are associated with pain.
There are other studies of the validity of wearable iner-
tial systems suitable for measurement of lumbar region
movement outside of the laboratory that have reported
their findings using only correlation coefficients, p
values and simple mean values of differences [22, 24]
but these methods have been criticised as being in-
appropriate for comparing measurement systems [25].
We are not aware of any previous studies of lumbar
region wearable inertial systems that have used the
contemporary method for determining concurrent
validity by estimating LOA relative to a reference
standard measurement system.
Strengths
Strengths of this study are that it was powered to be ap-
propriately analysed with a multilevel model and that
the sample consisted of a mixed population of both
people with and without LBP to allow for greater vari-
ation of movement patterns. Also, other studies of wear-
able inertial systems and lumbar region movements have
only included a healthy sample of people [10, 12, 22, 24].
We did not analyse the data separately for those partici-
pants with and without pain because clinicians assess a
mixture of both types of patients, and the study was not
powered to do so.
In addition, the movements that are typically tested in
the clinic were measured and compared with a reference
method considered accurate for surface measurements
of human motion. In contrast to some earlier studies,
our results were analysed and presented as average dif-
ferences through the entire range of motion, instead of
limiting measurements to static positions such as end
Fig. 3 An example of measurements from both systems during three repetitions of flexion inclination by a single participant
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range of motion, as this is how the ViMove device is
likely to be used in the clinic.
Furthermore, this study is strengthened by a rigor-
ous statistical approach based on recommended
methods for measuring agreement for repeated mea-
sures, taking account of variability and autocorrelation
within different levels of the data [21]. Also, we pre-
sented the results in degrees, making them directly
interpretable clinically.
The reliability of sensor placement using the setup
procedure that we used has been quantified elsewhere
[26] and this is unlikely to have been an influential con-
sideration in our study. That is because the current
study compared two systems of measurement that inde-
pendently captured movement, but both the Vicon sur-
face markers and ViMove sensors were mounted on the
same plastic frames during a single assessment session.
Limitations
This study has several limitations. We measured differ-
ences between surface-mounted ViMove sensors and
surface-mounted Vicon markers for the measurement of
lumbar region movement, as this is what clinicians rou-
tinely assess in the clinic. However, this does not provide
any data on the validity of ViMove sensor measurements
being representative of intersegmental lumbar spine
kinematic motion, as that would require a different
study design and measurement methods, such as com-
parison with video fluoroscopy or functional MRI. When
measuring lumbar region kinematics with surface-based
measurement systems, some measurement error is to be
expected, due to movement of skin and superficial tis-
sues as well as the clinician’s ability to identify anatom-
ical landmarks in a reliable and valid way [3].
Furthermore, we only included single plane move-
ments, as these are lumbar movements typically tested
in the clinic and the analysis of multi-dimensional move-
ment involves a complexity that was beyond the scope
of the current study. Similarly, as the sensors were sim-
ply calibrated to the vertical, only angles of inclination
are reported.
An additional consideration is that we did not use
mathematical interpolation to up-sample the ViMove
data to the frequency of the Vicon data. Instead, we
chose to down-sample the Vicon data to approximately
20 Hz, as we believed this to be a potentially more ac-
curate use of the real measurements that were available.
However, due to the slight variation in the sampling rate
of the ViMove sensors, this method did require us to es-
timate the actual sampling rate for each person in each
movement direction and use that rate to align the
ViMove and Vicon angular data. It is possible that this
method may have introduced some imprecision to esti-
mates of differences.
Clinical and research implications
The results of this study provide evidence of the ViMove
system’s ability to measure lumbar region inclination
motion with acceptable precision (concurrent validity) in
a mixed sample of people with and without pain. This
adds credibility to the use of this system in clinical set-
tings to quantify lumbar region cardinal plane move-
ment in individuals. However, it did not investigate
whether complex functional movements that involve
concurrent motion in several planes would affect meas-
urement precision.
While different types of back pain may result in differ-
ent patterns of movement or movement restrictions, it is
not clear how this would change the average concurrent
validity of the device for measuring inclination in the
cardinal planes tested. Therefore, our study’s results may
generalise to the broad low back pain population. How-
ever, suitably designed and powered studies would be
required to test this definitively, especially for more
complex 3D movement.
A recent study quantified the size of change required
when using ViMove sensors to detect significant im-
provement above measurement error in lumbar region
movement [26]. However, the potential of surface-based
measurement systems to be used for measuring spinal
kinematics related to treatment effects is currently
unknown.
Clearly, the relatively low cost of wireless motion sen-
sors compared to laboratory systems, and their ability to
assess movement and provide individualised biofeedback
in patients’ activities of daily living, are all advances that
hold potential promise for innovations in the manage-
ment of musculoskeletal disorders. However, exploration
and validation of the clinical potential and limitations of
this technology are a multi-stage and incremental
process. The quantification of concurrent validity for
measuring cardinal plane inclination using one type of
motion sensor device is only a very early step in that
process.
Conclusion
We found clinically acceptable concurrent validity be-
tween the ViMove measurement system and the Vicon
measurement system for measuring single plane lumbar
inclination motion in a mixed sample of people with and
without low back pain. This evidence of the ViMove sys-
tem providing valid measurements of lumbar inclination
means that it can be used with greater confidence to as-
sess an individual’s single plane lumbar inclination in
clinical situations and in daily activities. Further research
is required to evaluate the system’s ability to measure
complex functional movements and intersegmental
spinal kinematics.
Mjøsund et al. BMC Musculoskeletal Disorders  (2017) 18:124 Page 8 of 9
Abbreviations
95%CI: 95% confidence Interval; Hz: Herz; LBP: Low back pain; LOA: Limits
of agreement
Acknowledgements
No additional acknowledgements required.
Funding
The Patient@home project provided the equipment based on funding from
the Innovation Fund Denmark (http://innovationsfonden.dk/da) and the
Southern Denmark Growth Forum (http://vaekstforum.regionsyddanmark.dk/
wm220355). The funders had no role in study design, data collection and
analysis, decision to publish, or preparation of the manuscript.
Availability of data and materials
Most relevant data are within the paper and raw data are freely
available in Excel spreadsheet format upon request from the
corresponding author.
Authors’ contributions
HLM, EB, PKj, RMM, TS and PKe all contributed to the study design.
HLM and TS performed the data collection. HLM, EB, PKj and PKe
performed the data analysis. HLM and PKe wrote the manuscript. EB,
PKj, RMM and TS all reviewed the manuscript and gave scholarly input.
All authors approved the final version of the manuscript.
Competing interests
The DorsaVi company provided ViMove system training, technical support
and the equipment at a reduced price. The company was not involved in
the study design, data collection, data handling or data analysis and did not
influence the reporting of the results or conclusions reached in this study.
Peter Kent has previously received a market-rate consulting fee from DorsaVi
for advice on clinical trial design. No member of the project team has any
other direct or indirect financial link to the DorsaVi company.
Consent for publication
Written consent to publish was obtained from the person photographed in
Fig. 1.
Ethics approval and consent to participate
All participants were adults who were able to read and communicate in
Danish. They were provided with written and oral information about the
study and gave written informed consent. The Regional Scientific Ethics
Committee for Southern Denmark approved the study (reference number
S-20140091) and all data were managed in accordance with Danish laws
on data protection.
Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.
Author details
1Department of Sports Science and Clinical Biomechanics, University of
Southern Denmark, Odense, Denmark. 2Dalla Lana School of Public Health,
University of Toronto, Toronto, Canada. 3School of Physiotherapy and Exercise
Science, Curtin University, Perth, Australia.
Received: 7 November 2016 Accepted: 14 March 2017
References
1. Hoy D, March L, Brooks P, Blyth F, Woolf A, Bain C, Williams G, Smith E,
Vos T, Barendregt J, et al. The global burden of low back pain: estimates
from the Global Burden of Disease 2010 study. Ann Rheum Dis. 2014;73(6):
968–74.
2. Laird RA, Gilbert J, Kent P, Keating JL. Comparing lumbo-pelvic kinematics in
people with and without back pain: a systematic review and meta-analysis.
BMC Musculoskelet Disord. 2014;15:229.
3. Leardini A, Biagi F, Belvedere C, Benedetti MG. Quantitative comparison of
current models for trunk motion in human movement analysis. Clin
Biomech (Bristol, Avon). 2009;24(7):542–50.
4. Richards JG. The measurement of human motion: A comparison of
commercially available systems. Hum Mov Sci. 1999;18(5):589–602.
5. Kolber MJ, Pizzini M, Robinson A, Yanez D, Hanney WJ. The reliability and
concurrent validity of measurements used to quantify lumbar spine
mobility: an analysis of an iphone(R) application and gravity based
inclinometry. Int J Sports Phys Ther. 2013;8(2):129–37.
6. Intolo P, Carman AB, Milosavljevic S, Abbott JH, Baxter GD. The Spineangel:
Examining the validity and reliability of a novel clinical device for
monitoring trunk motion. Man Ther. 2010;15(2):160–6.
7. Ribeiro DC, Sole G, Abbott JH, Milosavljevic S. Validity and reliability of the
Spineangel lumbo-pelvic postural monitor. Ergonomics. 2013;56(6):977–91.
8. O’Sullivan K, Verschueren S, Pans S, Smets D, Dekelver K, Dankaerts W.
Validation of a novel spinal posture monitor: comparison with digital
videofluoroscopy. Eur Spine J. 2012;21(12):2633–9.
9. Goodvin C, Park EJ, Huang K, Sakaki K. Development of a real-time three-
dimensional spinal motion measurement system for clinical practice.
Med Biol Eng Comput. 2006;44(12):1061–75.
10. Wong WY, Wong MS. Trunk posture monitoring with inertial sensors.
Eur Spine J. 2008;17(5):743–53.
11. Ronchi AJ, Lech M, Taylor NF, Cosic I. A reliability study of the new Back
Strain Monitor based on clinical trials. Conf Proc IEEE Eng Med Biol Soc.
2008;2008:693–6.
12. Charry E, Umer M, Taylor S. Design and validation of an ambulatory inertial
system for 3-D measurements of low back movements. In: Intelligent Sensors,
Sensor Networks and Information Processing (ISSNIP), 2011 Seventh
International Conference on: 6-9 Dec. 2011 2011; 2011. p. 58-63.
13. Haneline MT, Cooperstein R, Young M, Birkeland K. Spinal motion palpation:
a comparison of studies that assessed intersegmental end feel vs excursion.
J Manip Physiol Ther. 2008;31(8):616–26.
14. Hestbaek L, Leboeuf-Yde C. Are chiropractic tests for the lumbo-pelvic spine
reliable and valid? A systematic critical literature review. J Manip Physiol
Ther. 2000;23(4):258–75.
15. Seffinger MA, Najm WI, Mishra SI, Adams A, Dickerson VM, Murphy LS,
Reinsch S. Reliability of spinal palpation for diagnosis of back and neck pain:
a systematic review of the literature. Spine. 2004;29(19):E413–25.
16. Dionne CE, Dunn KM, Croft PR, Nachemson AL, Buchbinder R, Walker BF,
Wyatt M, Cassidy JD, Rossignol M, Leboeuf-Yde C, et al. A consensus
approach toward the standardization of back pain definitions for use in
prevalence studies. Spine. 2008;33(1):95–103.
17. Stanton TR, Latimer J, Maher CG, Hancock MJ. A modified Delphi approach
to standardize low back pain recurrence terminology. Eur Spine J. 2011;
20(5):744–52.
18. Albert HB, Jensen AM, Dahl D, Rasmussen MN. Criteria validation of the
Roland Morris questionnaire. A Danish translation of the international scale
for the assessment of functional level in patients with low back pain and
sciatica. Ugeskr Laeger. 2003;165(18):1875–80.
19. Jensen MP, Turner JA, Romano JM, Fisher LD. Comparative reliability and
validity of chronic pain intensity measures. Pain. 1999;83(2):157–62.
20. http://www.cmm.bris.ac.uk/lemma/ . Accessed 5 Mar 2017.
21. Bland JM, Altman DG. Agreement between methods of measurement with
multiple observations per individual. J Biopharm Stat. 2007;17(4):571–82.
22. O’Sullivan K, O’Sullivan L, Campbell A, O’Sullivan P, Dankaerts W. Towards
monitoring lumbo-pelvic posture in real-life situations: Concurrent validity
of a novel posture monitor and a traditional laboratory-based motion
analysis system. Man Ther. 2012;17(1):77–83.
23. Nitschke JE, Nattrass CL, Disler PB, Chou MJ, Ooi KT. Reliability of the American
Medical Association guides’ model for measuring spinal range of motion. Its
implication for whole-person impairment rating. Spine. 1999;24(3):262–8.
24. Ha TH, Saber-Sheikh K, Moore AP, Jones MP. Measurement of lumbar spine
range of movement and coupled motion using inertial sensors - a protocol
validity study. Man Ther. 2013;18(1):87–91.
25. Bland JM, Altman DG. Statistical methods for assessing agreement between
two methods of clinical measurement. Lancet. 1986;1(8476):307–10.
26. Laird RA, Kent P, Keating JL. How consistent are lordosis, range of
movement and lumbo-pelvic rhythm in people with and without back
pain? BMC Musculoskelet Dis. 2016;17(1):403.
Mjøsund et al. BMC Musculoskeletal Disorders  (2017) 18:124 Page 9 of 9
